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Abstract 
The advanced space radiation detector development team at NASA Glenn 
Research Center (GRC) has the goal of developing unique, more compact 
radiation detectors that provide Improved real-time data on space radiation. The 
team has performed studies of different detector designs uSing a variety of 
combinations of solid-state detectors, which allow higher sensitivity to radiation In 
a smaller package and operate at lower voltage than traditional detectors [1-3]. 
Integration of all of these detector technologies will result in an improved detector 
system in comparison to existing state-of-the-art (SOA) instruments for the 
detection and monitoring ofthe deep space radiation field. 
Radiation Detector Issues for Exploration 
Improvements of existing models will impact spacecraft design and posturing 
during mission operations 
Deep space enVIronments and outer planetary radiation belts need Improved 
understanding for localized time and statistical variations of steady state and 
"storm" conditions 
Current radiation detector technology IS limited In lifetime, precIsion, 
discrimination, and directional sensitivity for the mass, power, and volume 
requirements for future missions [4-7] 
Challenges & Solutions 
Mapping of heavy ions> 200 MeV/amu 
v' Solution: Integrated solid-state Cherenkov detector system with 
large area detectors 
High radiation flux rates for 10+ year missions 
v' Solulion: PrecIsion rad-hard, thermally stable Wide band gap 
detectors 
Low noise, multi-directional measurements at single locations 
v' Solulion: Compact, spherical detector system 
Approach: 
Develop new robust, low power, thermally stable solid-state technologies as 
radiation detectors to Improve lifetime, power and nOise performance 
Demonstrate omni-directional measurements of radiation using novel 
Integrating techniques 
Integrate multiple types of detectors and materials to expand energy range and 
sensitivity for lower mass, power and volume requirements 
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Research & Development at NASA GRC 
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Research Objectives 
Develop detector technologies to enable a low-power radiation detector system 
capable of monitoring a Wide range of high energy heavy Ions (HZE ions) over 
a spherical (4TT) aspect area [8,9] 
Design Concept for a Spherical Space Radiation Detector System 
(cables not shown for clarity) 
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Concept System Design 
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>350 MeV/amu ions 
A concept schematiC draWing of a spherical detector system comprising a 
spherical Cherenkov detector, surrounded by various arrays of detector stacks is 
shown above. Potential improvements over state-of-the-art (SOA) are shown in 
the table below 
SIS CRM Metric CRM SOA Improvement Enablers EX~eC~:~o;e~~~~nce 
Energy Range 140 MeV/amu Integrated Detectors 1,000 MeV/amu 
Energy Resolution ±30 keV Low Noise Detectors ±25 keV 
Angle Coverage 0.3 cm 2 _sr Spherical Geometry 1 cm 2 _sr 
Angle Resolution ±14° Solid State Detectors; ±12° Spherical Geometry 
Particle Species/Charge Multiple in multiple Integrated Detectors e - Fe detectors 
Miniaturization (Mass, Defined by Detectors Integrated Solid State 30%SOA Power, & Volume) Detectors 
Enables: 
Improved temperature Insensitivity to changes Induced by transitions from 
sunlight Into shadow (and vise-versa) 
Improved precision with lower mass, power and volume requirements 
Improved radiation discrimination and directional sensitivity 
Unique monitoring of radiation enVIronment of high relevancy for planetary 
exploration from all directions of the celestial sphere 
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Introduction: The advanced space radiation de-
tector development team at NASA Glenn Research 
Center (GRC) has the goal of developing unique, more 
compact radiation detectors that provide improved 
real-time data on space radiation. The team has per-
formed studies of different detector designs using a 
variety of combinations of solid-state detectors, which 
allow higher sensitivity to radiation in a smaller pack-
age and operate at lower voltage than traditional detec-
tors [1-3]. Integration of all of these detector technol-
ogies will result in an improved detector system in 
comparison to existing state-of-the-art (SOA) instru-
ments for the detection and monitoring of the deep 
space radiation field. 
The goal of this research is to develop a low-power 
radiation detector system capable of monitoring a wide 
range of high energy heavy ions (HZE ions) over a 
spherical (41[) aspect area [4, 5]. The technology ap-
plied to this 41[ HZE Detector System enables: 
• Improved temperature insensitivity to changes 
induced by transitions from sunlight into shad-
ow (and vise-versa); 
• Improved precision with lower mass, power 
and volume requirements; 
• Improved radiation discrimination and direc-
tional sensitivity; 
• Unique monitoring of radiation environment of 
high relevancy for planetary exploration from 
all directions of the celestial sphere. 
New Capabilities: New capabilities for radiation 
measurement in exploration beyond Earth orbit are 
realized from a variety of low-power detectors. Due to 
limited resources available for power and space for 
payloads, miniaturizing and integrating instrumentation 
is a key aspect to enabling manned and unmanned deep 
space missions to High Earth Orbit (HEO), Near Earth 
Objects (NEO), Lunar and Martian orbits and surfaces, 
and outer planetary systems. New, robust compact 
detectors allow future instrumentation packages more 
options in satisfying specific mission goals. Technolo-
gy limiters are primarily detector size, noise floor and 
detection geometry. Enabling technology solutions for 
these limitations are development of low noise, inte-
grated solid state detectors with spherical geometry. 
Integrating the variety of detectors will allow meas-
urements of radiation of different types from different 
directions at once, something that is not available with 
current state-of-the-art detectors. Space radiation 
comes in a variety of types, energies, and directions. 
Current SOA detector technology is large, power con-
suming, and thus reducing the size and operational 
power will improve mission affordability. The variety 
of radiation in space demands a suite of detectors tai-
lored to accurately monitor and analyze the various 
types. NASA GRC is developing a variety of light 
weight, low-power solid state detectors that can in-
crease the variety and energies of radiation able to be 
detected and yet reduce the amount of space and power 
consumed by current SOA. This will enable more ac-
curate and unique measurements of high relevancy for 
the radiation environment in missions beyond Earth 
orbit. 
System Development Approach: Advanced in-
strumentation technology for space radiation applica-
tions is specifically called for in the Strategic Program 
Plan for Space Radiation Health Research [6]. The 
NASA Space Technology Roadmaps and Priorities [7], 
the Science Instruments and Sensor Capabilities Road 
Map [8], and the design goals of existing cosmic ray 
detectors define the technology requirements [9]. The-
se requirements include particle energy range and reso-
lution, angular coverage and resolution, and the num-
ber of sensing elements as important design criteria in 
trade studies. 
A variety of detector types, including low noise, 
wide band gap (WBG) semiconductors are considered 
applicable for radiation detectors due to their low ioni-
zation energy, high electron mobility, high density and 
structural rigidity. A concept schematic drawing of a 
spherical detector system comprising a spherical Che-
renkov detector, surrounded by various arrays of detec-
tor stacks is shown in Figure I. Most of the technology h,(;-¥_ 
in this detector system has been demonstrated at some ' tJ~ / '1) 
level, but the challenge is to design and develop unique/~ ." 
detection array methods in coordination with advanc- . . ~ -"l, 
ing these technologies. Some of the specific goals of ,( , I 
these instrumentation efforts are: f' 
• Apply scintillator ribbon material where ap-
propriate to detect radiation impinging over 
large, irregular surfaces where electronic de-
vice placement is not feasible. The flexibility 
of an advanced fiber-ba~detector system is 
an attractive optiohtoallow embedded multi-
directional radiation characterization and pre-
cision trigger/veto functionality. 
• Demonstrate a spherical Cherenkov detector 
that can detect radiation from all directions, 
amplifying signal through use of integrating 
sphere properties designed into detector. Cur-
rent detectors have directional sensitivity along 
one axis, and this spherical detector increases 
the directional sensitivity to any direction. 
Immersed in the space environment, where ra-
diation is omni-directional, measurements sen-
sitive over an entire sphere is a significant im-
provement from interpolating along discrete 
axes. 
• Develop a variety of stacked detectors with 
various solid state detectors, absorbers and 
converters for optimum detection of electrons, 
neutrons and ions in a small, low-power pack-
age. A miniature detector stack will reduce 
mass, power, and volume requirements as well 
as improving particle species discrimination 
and spatial resolution. 
• Apply WBa solid state devices as practical 
large area detectors. WBG semiconductors 
have the advantages of low ionization energy, 
high electron mobility, high density and struc-
tural rigidity as for use as radiation detectors. 
WBG semiconductors have negligible sensitiv-
ity to temperature changes as well, a direct 
benefit for space applications. 
The realization of the detector system leverages in-
house aRC expertise and facilities in 1) harsh envi-
ronment thin fihns, 2) silicon carbide (SiC) devices and 
harsh environment packaging, 3) micro-optics technol-
ogy, and 4) structural radiation shielding materials. 
Integration of all of these technologies will result in an 
improved detector system in comparison to existing 
state-of-the-art capabilities as summarized in Table 1. 
As mission needs change, the detector technology inte-
gration can be adapted for performance and optimal 
science benefit. 
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Table 1: Potential improvements to critical met-
rics for advanced space radiation detection. 
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Figure 1: Concept of an Integrated Spherical 
Space Radiation Detector System [5]. 
